Continuous measurement of intracranial pressure with SFT: clinical experiences.
In 29 consecutive patients, the epidural intracranial pressure (EDP) was continuously measured with a semiconductor strain film transducer, and with a telemetric monitoring system in two patients. Factors affecting the EDP during pre-, intra- and postoperative periods were analyzed and their significance in clinical practice stressed.